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We recently demonstrated a field-deployed dual frequency comb laser spectrometer capable of locating and sizing
methane sources down to 1.6 grams/minute (which is equivalent to approximately one quarter of the human breathing rate)
from a distance of 1 km. The system couples open-path methane concentration measurements over long distances together
with wind information in a Bayesian inversion framework to locate sources within the monitoring region. We are now
applying the technology for leak detection at operational oil and gas facilities. We will discuss the evolution of the project
from laboratory proof-of-concept to controlled field testing to initial implementation in an industrial setting. We will also
discuss the challenges of field deployment in real environments, which include remotely operating stabilized mode-locked
frequency combs and maintaining a sensing network through rain, snow, and fog.
